[Methods of reducing the level of parasitic oscillations in the construction elements of ultrasonic therapy applicators].
The methods of reducing parasitic oscillations in hand-pieces for ultrasonic therapeutic probes are proposed. The set and the method for measuring these oscillations are described as well as some experimental results.